Laser disintegration of cyanoacrylate clot with successful endoscopic removal of sclerotherapy needle from gastric varix.
Intravariceal cyanoacrylate injection is a highly effective and safe procedure for the treatment of bleeding gastric varices. Nevertheless, some cases of severe cyanoacrylate-specific complications due to embolization have been described. Technical difficulties, including risk of sclerotherapy needle clogging, and cyanoacrylate sticking to the tip and the accessory channel of the endoscope, have been mentioned in other reports. We report a case in which a sclerotherapy needle that remained stuck in gastric valves after bucrylate injection was successfully removed by laser disintegration of the cyanoacrylate clot.